Assay of netilmicin in serum by substrate labelled fluoroimmunoassay.
A substrate-labelled fluoroimmunoassay (SLFIA) for gentamicin was used to assay netilmicin by substituting serum calibrators containing netilmicin. The assay proved highly reproducible and the results obtained showed a good correlation with the results of EMIT and microbiological assays.